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Background: Aim of this study is to investigate the cyclic fatigue resistance of the Gold treated WaveOne Gold and 
the Firewire treated EdgeOne Fire instruments. The null hypotesis was that there were no differences between the 
lifespan of Gold treated and FireWire treated instruments when subjected to cyclic fatigue tests.
Material and Methods: 40 new NiTi instruments with a length of 25 mm were tested: 20 Wave One Gold Medium 
(WOG), tip size 35 and variable taper (Dentsply Maillefer, Ballaigues, Switzerland) and 20 Edge One Fire (EOF) 
(EdgeEndo, Albuquerque, New Mexico) tip size 35 and the same variable taper. A mobile support for the electric 
handpiece and a stainless-steel block containing the artificial canals were used. The same artificial root canal with 
a 90 degrees angle of curvature and 2 mm radius of curvature was used for all the tested instruments and the WOG 
counter-clock wise reciprocating motion with an engaging angle of 150° and a disengaging angle of 30° at 300 
rpm, was selected for the test. All instruments were inserted at the same length (18mm) and then rotated in the same 
reciprocating motion until fracture occurred: the time was stopped as soon as the fracture was visible and video-re-
corded with a 1/100 sec chronometer. Differences among groups were statistically evaluated with an analysis of 
variance test ANOVA (significance level was set at p<0.05).
Results: Mean values of time to fracture (TtF) for EOF instruments were 28,00 seconds (SD +/- 2,64) and for WOG 
instruments were 14,67 seconds (SD +/- 2,41). Statistical analysis found significant differences between the TtF of 
the two instruments (p<0,05). 
Conclusions: Firewire instruments resulted to be about two times more resistant to cyclic fatigue when compared 
with identical instruments made with Gold treatment.
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Introduction
The introduction of nickel-titanium alloy and the use of 
mechanical instrumentation in endodontics improved the 
quality of root canal treatment with less time consuming 
procedures. Unfortunately, with the use of mechanical 
devices, the intra-operative fracture of an endodontic ins-
trument has become a more common accident due to the 
increased torsional and cyclical fatigue stresses (1-3). The 
application of less stressing movements as such as alternate 
or reciprocating motion rather than continuous movement, 
reduced significantly the risk of intracanal leakage of the 
endodontic instrument (4). The mechanical properties of 
endodontic instruments have been investigated using diffe-
rent techniques: bending resistance tests and flexural cyclic 
fatigue resistance tests are usually performed by the use of 
artificial canals with different curvatures at room or body 
temperature, due to the impossibility to obtain standardiza-
tion with natural extracted teeth (5-9).
Static and dynamic tests could be performed to inves-
tigate resistance to bending and cyclic fatigue lifespan: 
dynamic tests are usually similar to the static ones, with 
the adjunction of an axial movement that simulates a cli-
nical approach (10-12).
Mechanical properties of nickel-titanium endodontic 
instrumentation like fatigue resistance, flexibility, cu-
tting efficiency and canal centering ability have been 
improved since the introduction of thermal treatments 
(13-15). Thermally treated NiTi alloys are characterized 
by a higher percentage of martensitic phase that is more 
flexible and resistant to fatigual stresses rather than the 
austenitic phase. The most common proprietary thermal 
treated NiTi alloys are known as M-Wire, Gold Techno-
logy, Blue Technology (Dentsply, Tulsa, OK, USA) con-
trolled memory wire or CM-Wire (Coltene, Cuyahoga 
Falls, OH, USA) and R-phase wire (SybronEndo, Oran-
ge, CA, USA) (16).
Instead of the M-wire, where the alloy is thermally trea-
ted before the manufacturing, instruments subjected to 
gold treatment technology are heated and then slowly 
cooled after they have been manufactured (5,17).
Blue treatment produces titanium oxide which gives 
a typical blue aspect to the surface of the instrument. 
This treatment allows the instrument to easily reach 
the martensitic phase during the clinical use instead of 
other alloys, which are predominantly in the more rigid 
austenitic phase. It also provides the possibility of soft-
ly precurve the instrument like a stainless steel file, and 
an improved resistance to cyclic fatigue when compared 
with other thermally treated alloys (18,19).
WaveOne Gold (Dentsply Maillefer, Baillagues, Swit-
zerland) is a new generation Gold treated single-file sys-
tem for single use procedures: the cross-section of the 
file is a parallelogram with two cutting edges and the 
same off-center design used in ProTaper Next (Dentsply 
Maillefer, Baillagues, Switzerland) (5).
EdgeOne Fire (EdgeEndo, Albuquerque, New Mexico, 
USA) presents the same cross section of the WOG and 
it is designed to be used in reciprocating motion, with 
the same handpiece settings adopted for WaveOne Gold: 
these endodontic instruments are treated with a proprie-
tary heat process called FireWire™, that it is claimed to 
provide high flexibility and a negligible restoring force. 
However, no studies on this type of thermally treated 
instruments could be found in literature yet.
Aim of this study is to investigate the cyclic fatigue resis-
tance of WaveOne Gold and EdgeOne Fire instruments. 
The null hypotesis was that there were no differences 
between the lifespan of Gold treated and FireWire trea-
ted instruments when subjected to cyclic fatigue tests. 
Materials and methods
40 new NiTi instruments with a length of 25 mm were 
tested: 20 Wave One Gold Medium, tip size 35 and va-
riable taper (Dentsply Maillefer, Ballaigues, Switzer-
land) and 20 Edge One Fire (EdgeEndo, Albuquerque, 
New Mexico) tip size 35 and the same variable taper. 
Using a stereomiscrope at 20x magnification, the instru-
ments were previously examinated for macroscopical 
defects or visible signs of deformations: none of them 
were discarded (Fig. 1).
Both the instruments were used with the same preset 
program specific for the WaveOne Gold instruments, 
because Edge One Fire has no preset motion and manu-
facturer declare its full compatibility with WOG coun-
ter-clock wise reciprocating motion  with an engaging 
angle of 150° and a disengaging angle of 30° at 300 rpm.
A cyclic fatigue device already validated in previous 
studies was used (15,20). The device is made by two 
parts: a mobile support for the electric handpiece and a 
stainless-steel block containing the artificial canals. The 
mobile device ensuring the handpiece allows a precise 
and reproducible placement of each instrument inside 
the stainless steel canal, ensuring that each instrument 
reached the same depth (18 mm) (Fig. 1).
The same artificial root canal with a 90 degrees angle of 
curvature and 2 mm radius of curvature was used for all 
the tested instruments. The whole procedure was perfor-
med by the same operator, to reduce the variability due 
to operator skills during the testing procedure.
All instruments were inserted at the same length (18mm) 
and then rotated in the same reciprocating motion until 
fracture occurred. For each instrument, the time was sto-
pped as soon as the fracture was visible and video-recor-
ded with a 1/100 sec chronometer. Time to fracture for 
each instrument was recorded (TtF).
Fragments were collected, measured by using a digital 
caliber and subject to SEM analysis to ensure that all ins-
truments reached a fatigual separation, demonstrated by 
the presence of striations on the fractured surface (Fig. 2).
Data were collected and mean and standard deviation 
were calculated. Differences among groups were statis-
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Fig. 1: The artificial canal with the inserted instrument. (a) Macrospical (b) and microscopi-
cal (20x) aspect of the tested instruments: EdgeOne Fire (c) and WaveOne Endo (d).
Fig. 2: SEM magnification of the fractured instrument: WOG (a-b) and EoF (c-d). White circles show the striations made by 
cyclic fatigue. 
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tically evaluated with an analysis of variance test ANO-
VA (significance level was set at p<0.05). Data were sta-
tistically analyzed using the SPSS 17.0 software (SPSS 
Incorporated, Chicago, IL, USA).
Results
Mean values for fragment length, showing no statistica-
lly relevant differences (p>0,05), demonstrated that both 
instruments were subjected to the stresses in the same 
portion.
Mean values of TtF for EOF instruments were 28,00 
seconds (SD +/- 2,64) and for WOG instruments were 
14,67 seconds (SD +/- 2,41) (Table 1). Statistical analy-
sis found significant differences between the TtF of the 
two instruments (p<0,05), so the null hypotesis was re-
jected.
Edge One Fire Medium Wave One Gold Medium
TtF FL TtF FL
MEAN 28 2,4375 14,66666667 2,416666667
SD 2,645751311 0,3818813079 0,577350269 0,1443375673
Table 1: Instruments’ mean time to fracture (TtF) and fractured segments’ length (FL).
Discussion
To optimally analyze the properties of a heat treatment, 
it should be used the same designed instruments at the 
same conditions due to remove bias caused by different 
volumes of the alloy, cross-sectional shape and cutting 
performance (21,23).
Cross-sectional design and type of mechanical move-
ment are considered crucial factors in the affection of 
cyclic fatigue resistance of an endodontic instrument 
(24,25).
The use of artificial canals seemed to be useful to eli-
minate differences between teeth like dentine hardness, 
canal length and curvature degree and radius: standar-
dization of the canal is necessary to avoid unexpected 
interferences which could invalidate the tests (26,27). In 
this study, a very hard curvature (90°) has been selected 
due to evaluate the instrument’s behavior in critical con-
ditions. In the clinical practice, it’s rare to find so hard 
curvatures, but it was expected that easier curvatures 
will result in longer time to fracture and for this reason, 
they were discarded. 
In literature, heat treated NiTi alloys demonstrated im-
provements in mechanical properties like cyclic fatigue 
resistance which could extend the instrument’s lifespan 
when compared with no heat treated or different heat 
treated instruments (28,29).
WaveOne Gold are made by Gold-wire NiTi, which is 
considered a heat treatment that could modify the me-
tallurgic behavior, increasing the flexibility of the ins-
trument. To evaluate the effectiveness of Gold-wire 
instruments, studies used to perform cyclic fatigue tests 
by using same shaped instruments, treated with different 
thermal procedures. Results indicate that thermal treat-
ments improved flexibility and cyclic fatigue lifespan 
of the endodontic instruments when compared with non 
treated instruments (30-32).
In this study, the tested instruments, EdgeOne Fire and 
WaveOne Gold, have the same three-dimensional cha-
racteristics: they are similar in design and they should be 
used with the same reciprocating program, as suggested 
by the producer. To date, no studies on EdgeOne Fire 
instruments have been published yet.
When all the controllable variables or external influen-
ces have been standardized or removed to reduce bias, 
results evidenced the superiority in terms of cyclic fa-
tigue lifespan of the EdgeOne Fire when rotated at the 
same speed, in the same canal (90° curvature and 2 mm 
radius) with the same reciprocating motion.
Actually, Gold and Blue treated instruments represent 
the newest technology in the field of endodontic instru-
ments: they have been tested in many articles, and results 
reported relevant differences in terms of cyclic resistan-
ce. Blue treated instruments resulted to be more resistant 
than gold treated ones in many cases (18,29,33).
In this study, Firewire instruments resulted to be two 
times more resistant to cyclic fatigue when compared 
with identical instruments made with Gold treatment. 
This result could be due to the peculiar three-dimensio-
nal aspect of the cristalline matrix of the Fire-wire alloy 
which confers an higher flexibility and cyclic fatigue re-
sistance to the instruments (34).
Conclusions
EdgeOne Fire instruments, made with a proprietary 
thermal “Fire-wire” treatment, showed an improved re-
sistance to cyclic fatigue when compared with similar 
instruments made with Gold-wire technology. Further 
studies should be aimed to compare the Fire-wire tech-
nology with the latest technologies in terms of thermal 
treatments, to analyze and assess if there are differences 
in flexibility and cyclic fatigue resistance between these 
alloys. 
J Clin Exp Dent. 2019;11(7):e609-13.                                                                                                                                                                                           Cyclic fatigue resistance: WOG vs EoF
e613
References
1. Özyürek T, Gündoğar M, Uslu G, Yılmaz K, Staffoli S, Grande NM, 
Plotino G, Polimeni A. Cyclic fatigue resistances of Hyflex EDM, Wa-
veOne gold, Reciproc blue and 2shape NiTi rotary files in different 
artificial canals. Odontology. 2018;106:408-13.
2. Parashos P, Messer HH. Rotary NiTi instrument fracture and its con-
sequences. J Endod 2006;32:1031-43.
3. Pedullà E, Lo Savio F, La Rosa GRM, Miccoli G, Bruno E, Rapisar-
da S, et al. Cyclic fatigue resistance, torsional resistance, and metallur-
gical characteristics of M3 Rotary and M3 Pro Gold NiTi files. Restor 
Dent Endod. 2018;43:e25.
4. Gambarini G, Piasecki L, Miccoli G, Gaimari G, Di Giorgio R, Di 
Nardo D, et al. Classification and cyclic fatigue evaluation of new ki-
nematics for endodontic instruments. Aust Endod J. 2018 Aug 16. [In 
press]
5. Özyürek T, Gündoğar M, Yılmaz K, Uslu G. Bending resistance 
and cyclic fatigue life of Reciproc Blue, WaveOne Gold, and Genius 
files in a double(S-shaped) curved canal. J Dent Res Dent Clin Dent 
Prospects. 2017;11:241-6.
6. Higuera O, Plotino G, Tocci L, Carrillo G, Gambarini G, Jaramillo 
DE. Cyclic fatigue resistance of 3 different nickel-titanium reciproca-
ting instruments in artificial canals. J Endod. 2015;41:913-5.
7. Grande NM, Plotino G, Silla E, Pedullà E, DeDeus G, Gambarini G, 
et al. Environmental Temperature Drastically Affects Flexural Fatigue 
Resistance of Nickel-titanium Rotary Files. J Endod. 2017;43:1157-
60.
8. Dosanjh A, Paurazas S, Askar M. The Effect of Temperature on 
Cyclic Fatigue of Nickel-titanium Rotary Endodontic Instruments. J 
Endod. 2017;43:823-826.
9. Plotino G, Grande NM, Mercadé Bellido M, Testarelli L, Gambarini 
G. Influence of Temperature on Cyclic Fatigue Resistance of ProTaper 
Gold and ProTaper Universal Rotary Files. J Endod. 2017;43:200-2.
10. Lopes HP, Elias CN, Vieira MV, Siqueira JF Jr, Mangelli M, Lopes 
WS, et al. Fatigue Life of Reciproc and Mtwo instruments subjected to 
static and dynamic tests. J Endod. 2013;39:693-6.
11. Li UM, Lee BS, Shih CT, et al. Cyclic fatigue of endodontic nic-
kel titanium rotary instruments: static and dynamic tests. J Endod 
2002;28:448-51.
12. Rodrigues RC, Lopes HP, Elias CN, Amaral G, Vieira VT, De 
Martin AS. Influence of different manufacturing methods on the cy-
clic fatigue of rotary nickel-titanium endodontic instruments. J Endod. 
2011;37:1553-7.
13. Silva EJNL, Vieira VTL, Hecksher F, Dos Santos Oliveira MRS, 
Dos Santos Antunes H, Moreira EJL. Cyclic fatigue using severely 
curved canals and torsional resistance of thermally treated reciproca-
ting instruments. Clin Oral Investig. 2018;22:2633-38.
14. Hasheminia SM, Farhad A, Sheikhi M, Soltani P, Hendi SS, 
Ahmadi M. Cone-beam Computed Tomographic Analysis of Canal 
Transportation and Centering Ability of Single-file Systems. J Endod. 
2018;44:1788-91.
15. Miccoli G, Gaimari G, Seracchiani M, Morese A, Khrenova T, Di 
Nardo D. In vitro resistance to fracture of two nickel-titanium rotary 
instruments made with different thermal treatments. Ann Stomatol. 
2017;8:53-8.
16. Klymus ME, Alcalde MP, Vivan RR, Só MVR, de Vasconselos BC, 
Duarte MAH. Effect of temperature on the cyclic fatigue resistance of 
thermally treated reciprocating instruments. Clin Oral Investig. 2018 
Nov 5. [In press]
17. Gündoğar M, Özyürek T. Cyclic Fatigue Resistance of OneSha-
pe, HyFlex EDM, WaveOne Gold, and Reciproc Blue Nickel-titanium 
Instruments. J Endod. 2017;43:1192-6.
18. Plotino G, Grande NM, Testarelli L, Gambarini G, Castagnola R, 
Rossetti A, et al. Cyclic Fatigue of Reciproc and Reciproc Blue Nic-
kel-titanium Reciprocating Files at Different Environmental Tempera-
tures. J Endod. 2018;44:1549-52. 
19. Keskin C, Inan U, Demiral M, Keleş A. Cyclic Fatigue Resistance 
of Reciproc Blue, Reciproc, and WaveOne Gold Reciprocating Instru-
ments. J Endod. 2017;43:1360-3.
20. A. Gambarini G, Gergi R, Naaman A, Osta N, Al Sudani D. Cyclic 
fatigue analysis of twisted file rotary NiTi instruments used in recipro-
cating motion. Int Endod J. 2012;45:802-6.
21. Azim AA, Tarrosh M, Azim KA, Piasecki L. Comparison between 
Single-file Rotary Systems: Part 2-The Effect of Length of the Ins-
trument Subjected to Cyclic Loading on Cyclic Fatigue Resistance. J 
Endod. 2018;44:1837-42.
22. Erik CE, Özyürek T. Effects of etidronate, NaOCl, EDTA irrigation 
solutions and their combinations on cyclic fatigue resistance of nic-
kel-titanium single-file rotary and reciprocating instruments at body 
temperature. Odontology. 2019;107:190-5.
23. Keskin C, İnan U, Demiral M, Keleş A. Cyclic fatigue resistance of 
R-Pilot, WaveOne Gold Glider, and ProGlider glide path instruments. 
Clin Oral Investig. 2018;22:3007-12.
24. Plotino G, Giansiracusa Rubini A, Grande NM, Testarelli L, Gam-
barini G. Cutting efficiency of Reciproc and waveOne reciprocating 
instruments. J Endod. 2014;40:1228-30.
25. Gambarini G, Gergi R, Grande NM, Osta N, Plotino G, Testarelli 
L. Cyclic fatigue resistance of newly manufactured rotary nickel tita-
nium instruments used in different rotational directions. Aust Endod 
J. 2013;39:151-4.
26. Topçuoğlu HS, Demirbuga S, Düzgün S, Topçuoğlu G. Cyclic fa-
tigue resistance of new reciprocating files (Reciproc Blue, WaveOne 
Gold, and SmartTrack) in two different curved canals. J Investig Clin 
Dent. 2018;9:e12344.
27. Al-Sudani D, Grande NM, Plotino G, Pompa G, Di Carlo S, Testa-
relli L, et al. Cyclic fatigue of nickel-titanium rotary instruments in a 
double (S-shaped) simulated curvature. J Endod. 2012;38:987-9.
28. Topçuoğlu HS, Topçuoğlu G, Kafdağ Ö, Arslan H. Cyclic fatigue 
resistance of new reciprocating glide path files in 45- and 60-degree 
curved canals. Int Endod J. 2018;51:1053-8.
29. Plotino G, Grande NM, Cotti E, Testarelli L, Gambarini G. Blue 
treatment enhances cyclic fatigue resistance of vortex nickel-titanium 
rotary files. J Endod. 2014;40:1451-3.
30. Keskin C, Inan U, Demiral M. Effect of interrupted motion on the 
cyclic fatigue resistance of reciprocating nickel-titanium instruments. 
Int Endod J. 2018;51:549-55.
31. Hieawy A, Haapasalo M, Zhou H, Wang ZJ, Shen Y. Phase Trans-
formation Behavior and Resistance to Bending and Cyclic Fatigue 
of ProTaper Gold and ProTaper Universal Instruments. J Endod. 
2015;41:1134-8.
32. Adıgüzel M, Capar ID. Comparison of Cyclic Fatigue Resistance 
of WaveOne and WaveOne Gold Small, Primary, and Large Instru-
ments. J Endod. 2017;43:623-7.
33. Keleş A, Eymirli A, Uyanık O, Nagas E. Influence of static and dy-
namic cyclic fatigue tests on the lifespan of four reciprocating systems 
at different temperatures. Int Endod J. 2019. [Epub ahead of print]
34. Fangli T, Maki K, Kimura S, Nishijo M, Tokita D, Ebihara A, Oki-
ji T. Assessment of mechanical properties of WaveOne Gold Primary 
reciprocating instruments. Dent Mater J. 2019. [Epub ahead of print]
Conflicts of interest
The authors deny any conflicts of interest.
